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Foreword 

The text of document 106/292/FDIS, future edition 1 of IEC 61786-1, prepared by IEC TC 106, Methods 
for the assessment of electric, magnetic and electromagnetic fields associated with human exposure" was 
submitted to the IEC-CENELEC parallel vote and approved by CENELEC as EN 61786-1:2014. 

The following dates are fixed: 

• latest date by which the document has 
to be implemented at national level by 
publication of an identical national 
standard or by endorsement 

(dop) 2014-10-16 

• latest date by which the national 
standards conflicting with the 
document have to be withdrawn 

(dow) 2017-01-16 

 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CENELEC [and/or CEN] shall not be held responsible for identifying any or all such patent 
rights. 

Endorsement notice 

The text of the International Standard IEC 61786-1:2013 was approved by CENELEC as a European 
Standard without any modification. 

In the official version, for Bibliography, the following notes have to be added for the standards indicated: 

IEC 62110:2009 NOTE Harmonised as EN 62110:2009 (not modified). 

ISO 80000-1:2009 NOTE Harmonised as EN ISO 80000-1:2013 (not modified). 

ISO/IEC 17025:2005 NOTE Harmonised as EN ISO/IEC 17025:2005 (not modified). 
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Annex ZA  
(normative) 

  
Normative references to international publications 

with their corresponding European publications 
  
The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated 
references, the latest edition of the referenced document (including any amendments) applies.  
  
NOTE   When an international publication has been modified by common modifications, indicated by (mod), the relevant EN/HD 
applies.  
  
Publication Year Title EN/HD Year 
  

IEC 61000-3-2 - Electromagnetic compatibility (EMC) -  
Part 3-2: Limits - Limits for harmonic current 
emissions (equipment input current <= 16 A 
per phase) 

EN 61000-3-2 - 

 

  

IEC 61000-4-2 - Electromagnetic compatibility (EMC) -  
Part 4-2: Testing and measurement 
techniques - Electrostatic discharge immunity 
test 

EN 61000-4-2 - 

 

  

IEC 61000-4-3 - Electromagnetic compatibility (EMC) -  
Part 4-3: Testing and measurement 
techniques - Radiated, radio-frequency, 
electromagnetic field immunity test 

EN 61000-4-3 - 

 

  

IEC 61000-4-4 - Electromagnetic compatibility (EMC) -  
Part 4-4: Testing and measurement 
techniques - Electrical fast transient/burst 
immunity test 

EN 61000-4-4 - 

 

  

IEC 61000-4-6 - Electromagnetic compatibility (EMC) -  
Part 4-6: Testing and measurement 
techniques - Immunity to conducted 
disturbances, induced by radio-frequency 
fields 

EN 61000-4-6 - 

 

  

IEC 61000-4-8 - Electromagnetic compatibility (EMC) -  
Part 4-8: Testing and measurement 
techniques - Power frequency magnetic field 
immunity test 

EN 61000-4-8 - 

 

  

CISPR 11 (mod) - Industrial, scientific and medical equipment - 
Radio-frequency disturbance characteristics - 
Limits and methods of measurement 

EN 55011 - 

 

  

ISO/IEC Guide 98-3 - Uncertainty of measurement -  
Part 3: Guide to the expression of uncertainty 
in measurement (GUM:1995) 

- - 

 

  

IEC Guide 108 - Guidelines for ensuring the coherency of IEC 
publications - Application of horizontal 
standards 

- - 
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INTERNATIONAL ELECTROTECHNICAL COMMISSION 
____________ 

 
MEASUREMENT OF DC MAGNETIC,  

AC MAGNETIC AND AC ELECTRIC FIELDS FROM 1 Hz TO 100 kHz  
WITH REGARD TO EXPOSURE OF HUMAN BEINGS –  

 
Part 1: Requirements for measuring instruments 

 
 

FOREWORD 
1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 

all national electrotechnical committees (IEC National Committees). The object of IEC is to promote 
international co-operation on all questions concerning standardization in the electrical and electronic fields. To 
this end and in addition to other activities, IEC publishes International Standards, Technical Specifications, 
Technical Reports, Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC 
Publication(s)”). Their preparation is entrusted to technical committees; any IEC National Committee interested 
in the subject dealt with may participate in this preparatory work. International, governmental and non-
governmental organizations liaising with the IEC also participate in this preparation. IEC collaborates closely 
with the International Organization for Standardization (ISO) in accordance with conditions determined by 
agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees. 

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence 
between any IEC Publication and the corresponding national or regional publication shall be clearly indicated in 
the latter. 

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity 
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any 
services carried out by independent certification bodies. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and 
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC 
Publications. 

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of 
patent rights. IEC shall not be held responsible for identifying any or all such patent rights. 

International Standard IEC 61786-1 has been prepared by IEC technical committee 106: 
Methods for the assessment of electric, magnetic and electromagnetic fields associated with 
human exposure. 

The first editions of IEC 61786-1 and IEC 61786-2 replace IEC 61786:1998. Part 1 deals with 
measuring instruments, and Part 2 deals with measurement procedures. The content of the 
standard was revised in order to give up-to-date and practical information to the user.  

It has the status of a horizontal standard in accordance with IEC Guide 108. 
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The text of this standard is based on the following documents: 

FDIS Report on voting 

106/292/FDIS 106/298/RVD 

 
Full information on the voting for the approval of this standard can be found in the report on 
voting indicated in the above table. 

This publication has been drafted in accordance with the ISO/IEC Directives, Part 2. 

A list of all parts of the IEC  61786 series, published under the general title Measurement of 
DC magnetic fields and AC magnetic and electric fields from 1 Hz to 100 kHz with regard to 
exposure of human beings, can be found on the IEC website. 

The committee has decided that the contents of this publication will remain unchanged until 
the stability date indicated on the IEC web site under "http://webstore.iec.ch" in the data 
related to the specific publication. At this date, the publication will be 

• reconfirmed, 
• withdrawn, 
• replaced by a revised edition, or 
• amended. 

 

IMPORTANT – The 'colour inside' logo on the cover page of this publication indicates 
that it contains colours which are considered to be useful for the correct 
understanding of its contents. Users should therefore print this document using a 
colour printer. 
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MEASUREMENT OF DC MAGNETIC,  
AC MAGNETIC AND AC ELECTRIC FIELDS FROM 1 Hz TO 100 kHz  

WITH REGARD TO EXPOSURE OF HUMAN BEINGS –  
 

Part 1: Requirements for measuring instruments 
 
 
 

1 Scope 

This part of IEC 61786 provides guidance for measuring instruments used to measure the 
field strength of quasi-static magnetic and electric fields that have a frequency content in the 
range 1 Hz to 100 kHz and with DC magnetic fields to evaluate the exposure levels of the 
human body to these fields. 

Sources of fields include devices that operate at power frequencies and produce power 
frequency and power frequency harmonic fields, as well as devices that produce fields within 
the frequency range of this document, including devices that produce static fields, and the 
earth’s static magnetic field. The magnitude ranges covered by this standard are 0,1 µT to 
200 mT in AC (1 µT to 10 T in DC) and 1 V/m to 50 kV/m for magnetic fields and electric 
fields, respectively. 

When measurements outside this range are performed, most of the provisions of this standard 
will still apply, but special attention should be paid to specified uncertainty and calibration 
procedures. 

 Specifically, this standard 

– defines terminology; 
– identifies requirements on field meter specifications; 
– indicates methods of calibration; 
– defines requirements on instrumentation uncertainty; 
– describes general characteristics of fields; 
– describes operational principles of instrumentation. 

NOTE Measurement methods that achieve defined goals pertaining to assessment of human exposure are 
described in IEC 61786-2 

Sources of uncertainty during calibration are also identified. In regard to electric field 
measurements, this standard considers only the measurement of the unperturbed electric field 
strength at a point in free space (i.e. the electric field prior to the introduction of the field 
meter and operator) or above conducting surfaces. 

This horizontal standard is primarily intended for use by technical committees in the 
preparation of standards in accordance with the principles laid down in IEC Guide 108. 

One of the responsibilities of a technical committee is, wherever applicable, to make use of 
horizontal standards in the preparation of its publications. The contents of this horizontal 
standard will not apply unless specifically referred to or included in the relevant publications. 

2 Normative references 

The following documents, in whole or in part, are normatively referenced in this document and 
are indispensable for its application. For dated references, only the edition cited applies. For 
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undated references, the latest edition of the referenced document (including any 
amendments) applies. 

IEC 61000-3-2, Electromagnetic compatibility (EMC) – Part 3-2: Limits – Limits for harmonic 
current emissions (equipment input current ≤ 16 A per phase) 

IEC 61000-4-2, Electromagnetic compatibility (EMC) – Part 4-2: Testing and measurement 
techniques – Electrostatic discharge immunity test 

IEC 61000-4-3, Electromagnetic compatibility (EMC) - Part 4-3 : Testing and measurement 
techniques - Radiated, radio-frequency, electromagnetic field immunity test 

IEC 61000-4-4, Electromagnetic compatibility (EMC) – Part 4-4: Testing and measurement 
techniques – Electrical fast transient/burst immunity test  

IEC 61000-4-6, Electromagnetic compatibility (EMC) – Part 4-6: Testing and measurement 
techniques – Immunity to conducted disturbances, induced by radio-frequency fields 

IEC 61000-4-8, Electromagnetic compatibility (EMC) – Part 4-8: Testing and measurement 
techniques – Power frequency magnetic field immunity test  

CISPR 11, Industrial, scientific and medical equipment – Radio-frequency disturbance 
characteristics – Limits and methods of measurement 

ISO/IEC Guide 98-3, Uncertainty of measurement – Part 3: Guide to the expression of 
uncertainty in measurement (GUM:1995) 

Guide 108, Guidelines for ensuring the coherency of IEC publications – Application of 
horizontal standards 
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